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Abstract
Background: Osseointegrated endosseous implants are widely used for the rehabilitation of
completely and partially edentulous patients, being the final prosthodontic treatment more
predictable and the failures extremely infrequent. A case of fracture of an endosseous dental
implant, replacing the maxillary first molar, occurring in a middle-age woman, 5 years after
placement is reported.
Materials and methods: The difficult management of this rare complication of implant dentistry
together with the following rehabilitation is described. Additionally, the authors performed an
accurate analysis of the removed fractured implant both by the stereomicroscope and by the
confocal laser scanning microscope.
Results and discussion: The fractured impant showed the typical signs of a fatigue-induced
fracture in the coronal portion of the implant together with numerous micro-fractures in the apical
one. Three dimensional imaging performed by confocal laser scanning microscope led easily to a
diagnosis of "fatigue fracture" of the implant. The biomechanical mechanism of implant fractures
when overstress of the implant components due to bending overload is discussed.
Conclusion: When a fatigue-induced fracture of an dental implant occurs in presence of bending
overload, the whole implant suffers a deformation that is confirmed by the alterations (micro-
fractures) of the implant observable also in the osseointegrated portion that is easily appraisable by
the use of stereomicroscope and confocal laser scanning microscope without preparation of the
sample.
Introduction
Osseointegrated endosseous implants are widely used for
the rehabilitation of completely and partially edentulous
patients, being the final prosthodontic treatment more
predictable and the failures extremely infrequent [1-3].
Nevertheless, in the iter  of realization of an implant
retained prosthesis a series of possible complications have
to be considered by the implant/prosthetic team: these are
usually distinguished in surgical (disturbance, parae/
anaesthesia, haematoma, mandibular fractures, haemor-
rhage, tooth necrosis) [4,5] that are the most frequent
ones, and mechanical (screw loosening, screw fractures,
framework fractures, veneering resin or ceramic fractures,
problems of mechanical retention) [6,7]. Instead, implant
Published: 22 June 2006
Head & Face Medicine 2006, 2:18 doi:10.1186/1746-160X-2-18
Received: 30 March 2006
Accepted: 22 June 2006
This article is available from: http://www.head-face-med.com/content/2/1/18
© 2006 Capodiferro et al; licensee BioMed Central Ltd.
This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/2.0), 
which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.Head & Face Medicine 2006, 2:18 http://www.head-face-med.com/content/2/1/18
Page 2 of 5
(page number not for citation purposes)
fracture is very infrequent but, when it occurs, its manage-
ment is very challenging because of its surgical, rehabilita-
tive and emotional implications, and often also for
insurance reasons [8].
The aim of this report is to describe the pathology and the
management of a case of implant fracture occurring in the
posterior maxilla of a middle age woman who was reha-
bilitated by implant-retained partial fixed prosthesis; an
accurate microscopic evaluation by using stereo and con-
focal laser scanning microscopy of the fractured implant
and the surrounding bone was performed demonstrating
that it was a "fatigue fracture" of the implant due to
increased stress and bending overload forces originates
from inadequate implant diameter in relation to the site
needing rehabilitation.
Case report
A middle-age woman was referred to our department for
raised mobility of a fixed implant-supported prosthesis
replacing the first and second right maxillary premolar
and the first molar; the patient referred that implants were
placed in September 1996 and loaded after six months.
The clinical examination revealed a cemented metal-
ceramic prosthesis supported by two thread osseointe-
grated implants which was easily removed together with
the fractured coronal portion; radiographic examination
showed the residual portion of the implant (external hex
RP Brånemark implant) in 1.6 position and a marginal
crater-like bone loss; no signs of perimplantitis or lack of
osseointegration were observable (Fig. 1a, b). Under local
anaesthesia a mucoperiostal flap was elevated exposing
the fractured implant which was removed by a trephine
cutter and the surgical site was regenerated with calcium
sulphate (Surgiplaster) also to promote ridge augmenta-
tion. Three months later, two thread implants of length
and diameter adequate to crestal bone dimension (Bråne-
mark, Nobel Biocare, MKIII, 5 × 10 mm in 1.6 position
and 3,75 × 13 mm in 1.5 position), were placed in the
regenerated bone (Fig. 2); four months later, a cemented
gold-ceramic prosthesis was positioned upon the pros-
thetic abutments.
The fractured implant was observed both at the stereo-
microscope and at the confocal laser scanning micro-
scope; it totally measured 3,75 mm of diameter and 13
mm of length and was transversally fractured at the level
of the third-fourth thread; the endosseous residual por-
tion was well-osseointegrated as confirmed by the histo-
logical evaluation of the perimplant bone which showed
no signs of perimplantitis or fibrous integration of the
implant (Fig. 3 and 4).
After removed the bone, at the stereomicroscope the frac-
ture surface presented the typical features of the fatigue
fracture observed by other authors using fractography
with scanning electronic microscope (main transversal
fracture surface with a variable number of fatigue stria-
tions indicating the advancement of the crack front under
cycling loading)[11-13]; besides, numerous surface irreg-
ularities were also detected on the roots of the screw
thread of the well-osseointegrated apical portion of the
implant (Fig. 5), probably related to microfractures or
cracks, defects of industrial workmanship or finishing
touch, or alterations due to implant removal by burs.
For such distinction authors used confocal laser scanning
microscope (Nikon Eclipse C1) with the following config-
uration: surface scanning method by using Argon-ion
laser source at 488 nm wavelength; 1.92 msec time of
scanning, B/W imaging, 10 steps of 3D scanning with
plans at 3.4 μm distance, volume rendering 3D rewcon-
struction mode. The confocal laser scanning microscopy
(CLSM) allowed to perform an analysis of the surface
both with three-dimensional reconstruction and with an
The removed metal-ceramic prosthesis with the fractured  implant (a); radiological appearance of the fractured implant  replacing the first molar (b) Figure 1
The removed metal-ceramic prosthesis with the fractured 
implant (a); radiological appearance of the fractured implant 
replacing the first molar (b).Head & Face Medicine 2006, 2:18 http://www.head-face-med.com/content/2/1/18
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evaluation of the depth of the defects by serial scanning at
different focal plans (10 different plans at 3,4 μm of dis-
tance) as showed in figure 6 and 7.
Considering the appearance on 3D reconstruction and the
presence of the defects in all scanned plans, authors
agreed in defining them as microfractures or craks of the
apical portion of the implant though well-osseointegrated
due to fatigue.
Discussion
Excluding lack of osseointegration and perimplantitis, the
main causes of dental implant failure can result from tech-
nical problems relating both to prosthesis and to implant
components. The latter includes above all abutment screw
fracture, which is a complication with an increasing rate of
incidence, and implant fracture which remains extremely
rare [9-12]. These were first described by Brånemark et al.
in 1977, who reported on 13 fractured implants on a total
of 1618 osseointegrated implants. Since then, only spo-
Stereomicroscope analysis: particular of apical screws show- ing well-defined initial fracture rims at the basis of the screws Figure 5
Stereomicroscope analysis: particular of apical screws show-
ing well-defined initial fracture rims at the basis of the 
screws.
Stereomicroscope imaging showing well-osseointergated  fractured implant Figure 3
Stereomicroscope imaging showing well-osseointergated 
fractured implant.
Three months later, two implants were placed in the regen- erated bone Figure 2
Three months later, two implants were placed in the regen-
erated bone.
Confocal laser scanning microscopic analysis of the perim- pant bone showing no sign of perimplantitis or fibrous inte- gration of the fractured implant; no inflammatory infiltrate is  observable at the interface bone-implant Figure 4
Confocal laser scanning microscopic analysis of the perim-
pant bone showing no sign of perimplantitis or fibrous inte-
gration of the fractured implant; no inflammatory infiltrate is 
observable at the interface bone-implant.Head & Face Medicine 2006, 2:18 http://www.head-face-med.com/content/2/1/18
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radic cases or short cases series are been reported; in fact,
reviewing the international literature till to 2002 [1,2,5-
8,10,14,20], only 238 cases of implant fractures have been
reported on a total of almost 24000 implants placed with
a extremely variable percentage value of incidence, rang-
ing from 0 to 7,2%. Nevertheless, almost all the authors
agree in sustaining that the "bending overload", a term
introduced by Rangert et al. in 1995 [13], is the main pros-
thesis-related cause leading to fatigue fracture of implants
[14-17].
The mechanism of fracture has a multi-factorial aetiology;
when number, position, dimension, design of implant
and restoration are inadequate to the site needing rehabil-
itation, the situation of bending overload is present and
an initial bone loss around the implant begins. If no cor-
rection of the prosthesis is introduced, the coronal screws
become as soon as exposed and a crater-like appearance of
the surrounding bone is observable. At this time, the coro-
nal portion of the implant represents a lucus minoris resist-
enziae, being the implant internally filleted and
consequently extremely thin, upon which overstress pro-
motes the creation of numerous micro-fractures that can
result, after a variable time range, in a complete fatigue
fracture. Ideally, implants with internal abutment connec-
tion should be more suitable to this complication.
Besides, the findings of cracks on the root of the screw
thread led us to sustain that bending overload creates a
deformation of whole implant with consecutive micro-
fractures, as previously described in experimental studies
[18-21]. The observation of the cracks we performed at the
confocal laser scanning microscope, is surely more easily
executable unlike other techniques for metal fracture anal-
ysis, as no preparation of the sample is necessary; in fact,
it leads rapidly to a diagnosis of fatigue fracture by the 3D
reconstruction and the examination on several confocal
plans of the cracks of the root of the screw thread; in this
way defects or alterations of implant surface due to indus-
trial workmanship or surface treatment to promote and
increased osseointegration can be easily excluded. Addi-
tionally, this investigations could be useful for insurance
reasons when failure of a dental implant occurs, while
they are surely helpful in the planning of the new implant
rehabilitation.
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